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the  patient.  There  are  currently  several  existing  devices  to  overcome  loop  formation  in 
colonoscopy,  some  of  which  have  been  introduced  in  clinical  work.  However,  empirical 
assessment  shows  that  these  devices  do  not  work  very  well.  This  is  the  motivation  for  the 
research presented in this thesis.  
 
In  this  thesis,  a  new  paradigm  of  thinking,  “doctor-assisted  colonoscopy,”  is  proposed  to 
overcome  loop  formation.  In  this  new  approach,  the  physician’s  role  is  enhanced  with  new 




Timoshenko  beam  theory,  and  parameters  in  both  models  are  determined  by  the  experiments. 
The  following conclusions then are made: (1) self-locking of  the colonoscope is the most basic 
cause for a loop to occur, while structural instability of the colonsocope is dependent on the self-
locking;  (2)  both  the  scope  and  the  colon  can  be  well  represented  with  the  Timoshenko  beam 
elements  and  the  Linear  Complementary  Problem  (LCP)  formulation  derived  from  Signorini’s 
law,  and  Coulom’s  law  for  representation  of  interactions  between  the  colon  and  scope  is 
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adequate;  (3)  there  are  effects  from  the  location,  looping,  and  tip  deflection  of  the  scope  on 
flexural rigidity of the scope. Approximately, the flexural rigidity of the CF-Q160L colonoscope 
ranges  from  300  to  650  N·cm2,  and  its  accuracy  is  proven  by  a  good  agreement  between  the 





The  contributions  of  this  thesis  are:  (1)  the  finding  that  the  main  cause  of  the  loop  is  not 
structural  instability of the colonoscope but rather self-locking of the colonoscope, which could 
lead to design of a “new-generation” colonoscope to avoid the loop; (2) a systematic evaluation 
of  the  existing  colonoscopy  technologies  based  on  the  well-proven  Axiomatic  Design  Theory 
(ADT),  which  will  serve  as  a  guideline  for  the  development  of  future  new  colonoscopes  in 
future;  (3)  an  approach  to  developing  a  kinetic  model  of  the  colonoscope  useful  to  modeling 
similar objects such as a catheter guide-wire; (4) a novel ex-vivo colonoscopy test-bed with the 
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CHAPTER 2   ANALYSIS OF THE CAUSES OF COLONOSCOPE LOOPING AND 


























CHAPTER 3   APPROACHES TO MODELING DEFORMABLE OBJECTS: 
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1.1  Research Background and Motivation 
 
Colonoscopy  is  the  most  effective  way  to  examine  the  colon  and  rectum  for  diseases  such  as 
colorectal cancer. Not only  is  it  a useful  screening and diagnostic  tool,  but  it  also provides  the 
possibility of removing premalignant polyps [1-2]. However,  its  failure rate today  is still  about 
10%  [3].  Failure  is  due  primarily  to  loop  formation  in  the  colonoscopy  procedure.  Loop 
formation  can  be  responsible  for  incomplete  procedure,  bowel  perforation,  and  bleeding  from 
mesenteric tear [4-5]. 
 















1.1.2  Colonoscope 
 
The  colonoscope  comprises  (1)  the  hand  control  unit  with  two  valves  for  air  insufflation  and 

















The  bending  section  10  cm  (see  Figure  1.3)  of  the  colonoscope  can  be  deflected  along  the 
up/down plane and the along right/left plane. The tip of the colonoscope can bend up to 1800 or 
more.  Control  of  the  bending  section  depends  upon  pulling  wires  that  connect  the  tip  of  the 
colonoscope to the two angulation control knobs (for up/down and right/left movements) at the 
hand control unit, as shown in Figure 1.2. The two knobs use a braking system; thus, the tip of 
the scope can be kept fixed  in any desired position. The  insertion tube is torque-stable,  i.e., the 
rotating movement applied to the proximal end is transmitted to the tip of the scope [7]. 
 




1.1.3  Colonoscopy Procedure 
 
The procedure of colonoscopy  involves  the  intubation of a colonoscope  from  the anus  through 
the  colon  to  the  cecum  [7].  During  a  complete  colonoscopy  procedure,  the  insertion  shaft  is 
inserted  into  the  anus  then  pushed  through  the  rectum,  sigmoid  colon,  descending  colon, 
transverse colon, and ascending colon through to the cecum. 
 
There  are  two  methods  for  performing  colonoscopy:  two-person  and  one-person.  In  the  one-
person  colonoscopy,  the  physician  performs  the  examination  alone,  managing  the  angulation 
controls and valves with one hand and inserting or twisting the shaft with the other hand. In one-
person  colonoscopy,  the  physician  uses  the  right  hand  to  insert  the  scope  and  controls  the 
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orientation  of  the  distal  end  of  the  scope  with  the  left  hand.  Thus,  the  one-person  method 
typically creates a better coordination of the two operations during the procedure.  
 
In  the  two-person  colonoscopy,  a  physician  and  an  assistant  perform  the  two-person 
colonoscopy,  i.e., the physician controls the orientation of the scope, and the assistant pulls and 
pushes  the  colonoscope  according  to  the  physician's  command.  By  contrast,  in  the  two-person 
method, an assistant pushes or pulls the scope while the physician controls the scope orientation. 




1.1.4  Loop Formation in Colonoscopy 
 
Despite  the  wide  availability  and  use  of  colonoscopy  in  the  world  today,  the  failure  rate 
(incomplete colonoscopy) continues to remain as high as 10%, i.e., failure to reach to the cecum 
occurs in more than 1 in 10 procedures [12]. The main reason for this  failure  is  loop formation 
[13]. 
 
In  colonoscopy,  the  most  difficult  site  for  advancing  the  colonoscope  is  at  the  sigmoid-
descending junction (see Figure 1.1), especially in an acute angle. At this place, the scope can get 
stuck  in  the  colon,  then  go  either  upwards or  downwards,  forming  an  alpha  loop or  “N”  loop 
from  a  lateral  view  as  shown  in  Figure  1.4.  Other  sites  for  potential  loop  formation  are  the 
junction of  the descending colon to transverse colon and the  junction of the transverse colon to 










Learning  effective  maneuvers  for  preventing/controlling  loop  formation  is  the  most  important 




descending  junction  (see  Figure  1.5)  [15].  Although  the  colonoscope  may  pass  through  the 












more  “compact.”  Other  useful  maneuvers  include  “hooking  the  fold,”  which  involves  hooking 
the scope onto a corner of the colon while withdrawing the scope such that the tip does not lose 
ground.  In  some  cases,  changes  in  positioning  of  patient  can  also  be  useful  in  certain 
circumstances  [16-21].  The  use  of  such  ancillary  maneuvers  may  be  helpful  in  up  to  52%  of 





Loop  formation  in  colonoscopy  can  lead  to  bowel  perforation,  bleeding  from  mesenteric  tear, 
and premature termination of the procedure.  
 
1.2  Research Objectives  
 




However,  empirical  in-clinic  assessment  shows  that  none  of  these  work  very  well  in  terms of 
overcoming loop formation [23]. This is the motivation for the research presented in this thesis. 
   
A  preliminary  analysis  by  the  author  has  led  him  to  believe  that  all  the  existing  attempts  at 
solutions  may  have  missed  an  important  factor  involving  an  engineering  concept  called  “self-
locking” and its underlying principle that governs the locking of the relative motion (or “stick”) 
between  two  objects  (colon  and  scope,  in  this  case)  [24].  This  observation,  coupled  with  the 
author’s  belief  that  medical  procedures  and  operations  must  be  performed  in  interactive 
human/machine  fashion  (or,  simply  speaking,  that  a  complete  automation  for  this procedure  is 
both undesirable and less, if at all, viable), led the author to propose a new paradigm of thinking 
for  colonoscopy called  “doctor-assisted colonoscopy”. This paradigm  means  that on the  top of 
essential operations by the doctor with devices, assistive  information and knolwege  is provided 




their  contact  force,  scope  positions,  and  orientation  of  the  scope’s  distal  end  within  the  colon 
[25]. An accurate kinetic  model  is extremely  important  to providing  this new  information, and 
this thesis is devoted to the development of such a kinetic model.  
 
From  the  aforementioned  research  questions  to  be  answered  by  this  thesis  research,  two 
objectives were proposed and they are stated as follows: 
 
(1) To  analyze  the  existing  devices  and  solutions  for  overcoming  loop  formation  in 
colonoscopy  from  an  engineering  design  prospective,  aiming  to  confirm  the  author’s 
preliminary finding.   
 
(2) To  develop  a  kinetic  model  of  the  colonoscope  that  describes  the  motion  of  the 
colonoscope in the colon and also the contact force resulting from the external force/torque 
applied  by  the  physician.  Objective  (2)  can  be  further  divided  into  three  more  specific 
objectives: (2a) to set up an experiment test-bed to  identify and determine the parameters 









Chapter 1 gives an  introduction  to this  research, necessary  background pertinent  to this  thesis, 
and research objectives. 
 
Chapter  2  presents  an  analysis of  loop  formation  in  colonoscopy.  The  analysis  was  conducted 
systematically  with  an  engineering  design  theory  and  methodology  called  Axiomatic  Design 
Theory  (ADT). The ADT has  two axioms;  the  first axiom regards the  relationship between  the 
functional  and  constraint  requirement  and  device  parameter,  and  only  this  first  axiom  was 




some  emerging  approaches  to  modeling  a  cable-like  object,  including  dynamic  splines,  mass-
spring  models,  the  Kirchhoff’s  rod  theory,  the  Cosserat  theory,  rigid  bars  with  joints,  and  the 
finite  beam  element  model  (FBEM).  Advantages  and  limitations  of  these  approaches  are 
discussed  in  this  chapter.  These  methods  all  have  certain  advantages  and  disadvantages  with 
respect to the modeling requirement. The goal of this review was to make a critical assessment of 
these  methods  and  to  justify  the  choice  of  the  FBEM  as  the  best  and  most  suitable  tool  for 
modeling the colonoscope to be used for this research. 
 
Chapter 4 presents the  models of  the colonoscope and  the colon, and  their  interaction.  For  the 
colonoscope model, the Timoshenko beam element was employed, which accounts for the cross-
sectional area,  cross-section  moment of  inertia,  and polar  moment of  inertia of  the structure of 
the  colonoscope.  Each  beam  element  had  6  degrees  of  freedom  (DOFs)  in  translation  and  6 
11 
 
DOFs  in  rotation  in  space  and  was  connected  to  a  neighboring  beam  element  to  represent  the 
assembled colonoscope. The element had not only deformation but also position change, and its 
position  was  updated.  In  order  to  model  the  colon,  the  colon  was  defined  as  a  set  of  hollow 
cylinder  beam elements. The deformation of  the  colon was represented by a static equilibrium 
equation  in  which  the  stiffness  matrix  of  the  colon  model  was  computed  from  a  number  of 
hollow cylinder beam elements. The parameters in the model of the colonoscope and the model 




































2.1  Introduction 
 


















the following sections,  the causes of  loop formation are explored from the point of view of  the 
self-locking mechanism and Kirchhoff’s rod stability theory. 
 
2.2.1  Self-locking Mechanism   
 
The  interaction  between  the  colon  and  the  colonoscope  is  highly  complex  due  to  frictional 
contact between  two deformable objects. Each contact point of  the colonoscope with  the colon 
has a  friction state,  either a  static  friction state or a dynamic  friction state;  therefore, when  the 























Suppose that there is contact point frame [ , , ]a a aS n t s   where  an  is a normal direction; 
nf  is a 
normal  force;  at and  as  are  two  component  directions  of  the  tangential  direction  of  the 
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arctan s                                                                                                                   (2.2) 
where  s is static frictional coefficient;    is friction angle.  
tan s                                                                                                                        (2.3) 
This leads to  
tan   tan ( )












This  phenomenon  is  called  “self-locking.”  At  this  point,  the  loop  becomes  stretched  if  the 
physician continues to push the colonoscope. As for actual movements of the colonoscope, there 
are two variables: driving  force 
pF  and driving  force angle  (which  is related to the curvature 
parameter    with  respect  to  the  loop).  During  the  state  of  self-locking,  the  colon  tissue  is 















2.2.2  Kirchhoff’s Rod Stability 
 
The colon-scope system can  be viewed as an elastic  slender  rod model. An elastic  structure  in 
which  structural  stability  decreases  with  the  increase  of  the  load  (load  is  the  pushing  force 
applied by the physician) ultimately becomes unstable. When the load applied exceeds its critical 
load  on  the  rod,  the  colonoscope  reaches  an  unstable  state  and  naturally  seeks  another  stable 
equilibrium  state.  The  movement  of  the  colonoscope  to  a  new  stable  equilibrium  state  will 
involve  an  extremely  large  deformation  when  the  scope  relied  on  the  colon  and  mesentery  to 
increase  its  flexural  rigidity.  Ultimately,  all  axial  forces  applied  to  the  external  portion  of  the 
instrument  contribute  to  loop  formation.  According  to  the  foregoing  analysis,  structural 
instability accounts for the loop. Thus, the critical  load is an important parameter for predicting 























rigidity  of  the  colonoscope  in  the  sigmoid  colon)  followed  this  thinking  about  loop  formation. 
However,  use  of  the  over-tube  has  largely  been  abandoned  because  of  the  significant  patient 
discomfort  and  huge  risk  of  perforation  reported  [24].  Development  of  the  variable  stiffness 
colonoscope  (VSC)  followed  the  same  thinking.  The  VSC  has  built-in  variable  stiffeners, 




2.3  Evaluation of the Existing Devices and Solutions  
 
2.3.1  Framework of Evaluation Criteria 
 
This section will evaluate the existing devices and solutions for overcoming looping problem in 
colonoscopy.  At  first,  a  framework  of  criteria  is  established,  which  is  based  on  engineering 
design theory.  
 
In  [28], Suh described design as an  interplay  between  “what we want  to achieve” and “how  to 









in  the  frameworks of  the designs. The causes of  the  loop are considered  to be FRs along with 














is dependent on the self-locking phenomenon. This  is supported by calculation  that  the critical 
load for the structural  instability is approximately equal to 1.82 N, nearly twice the critical  load 
for the self-locking (see Appendix A and Appendix B). This further implies that on the occasion 
where  structural  instability  may  occur,  there  must  be  some  geometric  obstruction  to  the  scope 
19 
 
















2.3.2  Evaluation 
 
This  evaluation  considers  the  following  existing  devices  and  solutions:  the  variable  stiffness 
colonscope and the over-tube scope, the self-propelled endoscope, virtual colonoscopy, the Aer-
O-Scope, the NeoGuide systems, imaging-guided colonosocpy. Some comments have been made 






2.3.2.1  Variable Stiffness Colonoscope 
 
2.3.2.1.1  Evaluation of Design  
 
The  variable  stiffness  colonoscope  (VSC)  was  developed  by  the  OlympusTM  Corporation.  The 
VSC has a built-in variable stiffener that can stiffen the insertion tube. The entire  insertion tube 
with  the exception of  the bending section can be made  floppier or  stiffer by using  the variable 
stiffness adjustment knob located at the hand control unit [34].  
 



























   : function of the arc-length  l of the scope.  
 
The  overall  function  requirement  (FR)  mentioned  previously  is  further  deconstructed  into  two 
functional  requirements:  FR1  is  avoiding  loop  formation;  FR2  is  avoiding  perforation  of  the 
colon.  DP  is  the  change  of  the  stiffness  of  the  colonoscope  and  [A]  is  the  design  matrix.  The 
design matrix of the variable stiffness of the scope is described as follows:  
11 12
2 21 22 2
DPFR A
FR A A DP
    
     
     
                                                                                            (2.7) 
where [A21] represents the effect of stiffness change on the perforation of the colon.   





2.3.2.1.2  Clinical Feedback  
 
In  clinic,  the  VSC  has  not  been  shown  to  be  more  useful  or  better  than  the  conventional 
colonoscope,  according  to  reports  from  the  clinical  experince  [36-49].  Also,  there  are  some 
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2.3.2.2  Over-tube Colonoscope 
 
The use of an over-tube was thought to be effective in decreasing or eliminating the looping,  in 
the  very  early  years  of  colonoscopy,  however,  this  device  has  not  lived  up  to  its  expectations 





flexible  to  a  rigid  configuration  on  demand.  Once  the  SG-1  reaches  a  desired  position  in  the 
colon,  and  then  the  squeeze  handle  is  activated,  leading  to  stiffening  of  the  over-tube  in  the 
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desired  position.  As  a  result,  this  device  prevents  the  lateral  transmission  of  force  and 
discourages looping in the sigmoid colon in colonoscopy [51].  
 
2.3.2.2.1  Evaluation of Design 
 
In principle, the over-tube scope is similar to the VSC. The increased local flexural stiffness EI 
of  the  scope  in  the  sigmoid  colon  can  improve  structural  stability  of  the  scope  in  the  sigmoid 
colon. 
 
In  the  use  of  over-tube  colonoscopy,  the  over-tube  slides  over  the  colonoscope  and  the 
colonoscope slides through the over-tube, thus, the frictional force between the over-tube and the 
colonoscope is not negligible; this friction is much more than that between the over-tube and the 
colon  tissue  because  the  colon  has  slippery  mucous  layer.  Technically,  more  force  could  be 
implemented by the physician to overcome additional friction force while the over-tube device is 
used  in  colonoscopy;  however,  this  brings  a  risk  of  perforation  of  the  colon.  Using  the  same 
evaluation as  that applied  to the VSC, the design  for  the over-tube colonoscope does not meet 









2.3.2.2.2  Clinical Feedback 
 
In clinic,  loop formation  in the transverse colon and  in the first  intubation in the sigmoid colon 













2.3.2.3  Self-propelled Endoscope 
 
2.3.2.3.1  Brief Review of Self-propelled Endoscope  
 
With  the  development of  microelectromechanical  and  microelectronic  technologies,  there  have 




The  capsule  has  a  tinny  camera,  a  light  source,  a  transmitter,  and  a  battery.  During  the 
examination,  the camera  takes photographs  twice per  second as the capsule passes  through the 
digestive  tract.  The  photographs  are  sent  wirelessly  to  a  small  computer  that  is  worn  on  the 












recently,  researchers  have  presented  capsular  endoscopes  that  are  based  on  several  different 








(i)  SMA Actuator  
 
Ikuta et al. [62] used shape memory alloy (SMA) actuators to develop an automated endoscope. 









Hosokawa  et  al.  [64]  devised  a  SMA-actuated  capsular  endoscope  equipped  with  a  propulsion 
system  that  simulates  the  locomotive  mechanism  of  snails.  The  robot,  which  consisted  of  two 
SMA springs, was able  to contract  and elongate  in  response  to an electric current, and stick  to 
surfaces via a suction mechanism [65-66]. 
 
However,  the  response  of  the  SMA  actuator  is  very  slow;  thus,  the  SMA-actuated  capsular 
endoscope cannot produce strokes quickly enough to produce movement. 
 
(ii)  Pneumatic Actuator 
 
Dario et al.  [67], Goh and Krishnan [68], and Phee et al. [69] developed several generations of 
inchworm-like  capsular  endoscopes  based  on  the  pneumatic  actuators.  The  robots  consisted of 





able  to  expand  and  retract  to  simulate  inchworm-like  locomotion.  This  device  consisted  of  a 
camera,  a  light  source,  a  water  injection  channel,  and  biopsy  tools. Chen  et  al.  [72]  also 








(iii)  Motor Mechanism 
 




































(iv)  Magnetic Field Control 
 
At  Tohoku  University,  Yamazaki  et  al.  developed  a  capsular  device with  an  inside  permanent 
















on  a  human-machine  interface  and  a  6  DOFs  robotic  arm  for  very  previse  guidance  of  the 
endoscope in the gastrointestinal tract. 
 
(v)  Hybrid System 
 
Lee et al.  [87] proposed a novel hybrid system for capsular endoscopes. The capsule’s rotation 
and  motion were controlled by  magnetic  forces. The capsular body had a screw propeller with 
five different flexible threads (see Figure 2.5). This design enhanced the capsule’s advance in the 












2.3.2.3.2  Evaluation of Locomotion Efficiency  
 
A self-propelled endoscope could avoid the loop problem by employing pulling force instead of 
pushing  force.  A  variety  of  microrobotic  endoscopes  based  on  different  actuating  mechanisms 
have  been  reviewed  such  as  the  SMA  actuator,  the  pneumatic  actuator,  and  the  micromotor 
actuator,  and so on. Table 2.1  shows  the current state-of-the-art  locomotive endoscopes. There 







the  colon  tissue,  then  driving  itself  to  advance.  However,  the  colon  is  stretched  when  the 
endoscopye has a  forward movement. When  d is  the theoretical  stroke of  the device during a 
time step and l  is the elongation of the colon tissue, the effective stroke =  d - l .   
 
For  the  most  efficient  robotic  endoscope  (see Table  2.1),  locomotion  efficiency  of  the  robotic 
endoscopy was estimated with Eq.  (2.8)  (details  of  the derivation of  this equation are  found  in 
Appendix D):  
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4.5-6  0.3-0.6  Electrophysiology  Cable 
 
 



































2.3.2.4  Evaluation of Virtual Colonoscopy 
 
Currently,  computer  tomography  (CT)  can  be  used  for  the  colon  screening.  However,  this 
technique has some drawbacks with regard to the diagnosing of colorectal diseases. First, CT is 
not able to detect polyps smaller than 10 mm. Second, any colour variations of mucosa may not 









2.3.2.5  Evaluation of the Aer-O-Scope 
 
















This  design  has  met  the  functional  requirements  of  the  ADT.  However,  further  evaluation  of 





























This  design  does  not  meet  the  functional  requirements  of  the  ADT.  Further  evaluation  of  the 









2.3.2.7  Evaluation of Imaging-guided Colonoscopy 
 
Imaging-guided  colonoscopy  provides  real-time  3D  views  of  the  insertion  tube  configuration 
during  the  procedure.  These  techniques  were  achieved  by  using  fluoroscopic  guidance  and 
magnetic  endoscopic  imaging  (MEI)  in  Refs.  [97-99].  Recently,  Olympus  Corp.  designed  a 
ScopeGuide that uses magnetic fields to provide a real-time 3D configuration of the colonoscope 














2.4  Conclusions  
 
In  this  chapter,  a  mechanical  analysis  of  loop  formation  in  colonoscopy  was  presented.  Loop 
formation  is  a  result  of  the  self-locking  phenomenon  when  driving  force  angle  is  less  than 
frictional  force  angle.  During  the  state  of  self-locking,  a  significant  contact  force  distends  the 
colon tissue, and finally perforation of the colon may occur during loop formation. Based on this 
analysis,  a  framework of  criteria  was  established  by  instrumentally  employing  a  design  theory 
called the ADT.  
 
The  existing  systems,  including  the  VSC,  the  over-tube  colonoscope,  virtual  colonoscopy,  the 
self-propelled endoscope, virtual Colonoscopy, the Aer-O-Scope, the NES, and imaging-guided 
























VSC  ×  √  √  √ 
Over-tube colonoscope  ×  √  √  √ 
Self-propelled endoscope  √  ×  ×  √ 
Virtual colonoscopy  √  √  ×  × 
Aer-O-Scope  √  √  ×  √ 
NES  ×  √  √  √ 
Imaging-guided colonoscopy  ×  √  √  × 
 
Clinical  feedback  for  the  existing  devices  was  also  reviewed  to  see  whether  the  engineering 
analysis and clinical feedback agreed. The clinical feedback is summarized as follows:  
(1) With  the  VSC,  there  are  some  conflicting  reports  about  its  ability  to  facilitate  cecal 
intubation. This method is seen as a dangerous intrusion of  the human colon because risk 











(5) The  NES  is  effective  in  preventing  loop  formation  by  comparison  to  the  conventional 
colonoscope, but  it may cause pain to patients and extensive non-typical  loops during the 
colonoscopy.  
(6) Imaging-guided  colonoscopy  offers  a  3D  configuration  of  looping  in  real-time.  This 








































3.1  Introduction 
 
This  chapter  presents  a  literature  review  on  modeling  of  deformable  objects,  in  particular  for 
cable-like objects. Section 3.2 introduces some approaches to modeling long and slender objects, 
including dynamic splines, mass-spring models (MSM), the Kirchhoff’s rod theory, the Cosserat 
rod theory,  rigid  bars with  joints,  and  finite  beam element  model  (FBEM),  and discusses  their 
advantages and disadvantages with respect to the requirements for modeling. Section 3.3 gives a 
summary of  these methods and discusses the choice of  the FBEM as the most suitable tool  for 
the modeling problem proposed as Objective 2 of the thesis (Chapter 1, Section 1.2).  
 
3.2  Approaches to Modeling Deformable Objects 
 
Over  the past  two decades,  to  facilitate minimally  invasive  interventional  techniques,  there has 
been  rapid  development  and  manufacture  of  intruments.  An  example  of  one  such  is  the 
45 
 
endoscopic  devices,  catheter  and  guide  wires  and  many  others  [108].  Such  long  and  slender 
deformable instrument called “1D” elastic rod that is able to bend and twist in 3D space. It is one 
of a group of so-called “1D” objects, all of which share  some common  features  including high 
tensile strength and low resistance to bending [109].  
 
Based  on  elasticity  theory,  the  dynamics  of  1D  objects  can  be  described  by  mathematical 




Over  the  past  several  decades,  dynamic  splines  [116-125],  the  Cosserat  theory  [148-156],  the 
mass-spring model (MSM) [126-137], the Kirchhoff’s rod theory [135-147], the rigid bars with 
joints [161-169], and the FBEM [170-191] have been applied to dynamic modeling of such 1D 
deformable objects. This  review will  visit  all of  the aforementioned  methods and point out  the 
limitations of each method with regard to the purpose of this study. 
 
3.2.1  Dynamic Splines 
 
The  idea behind  the dynamic splines method  is  that a 1D object can be  modeled as a  series of 
spline sections segmented by a set of control points. These control points are called the degrees 





Three  geometric  splines  are  commonly  utilized  in  the  literature,  namely  Catmull-Rom  (De 
Casteljau)  (C1),  Cubic  uniform  B-Spline  (C2),  and  NUBS  (generic)  [120].  The  splines  can  be 
represented by (n+1) control points   iq  , and by (n+1) basis function ib , expressed as  
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          t : time; and 
          s : horizontal ordinate.  
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where 
iq     : the  ith generalized coordinate; 














In  Ref.  [116],  Terzopoulos  et  al.  presented  a  deformable  model  for  computer  graphics  that 




Nocent  and  R´emion  [118,  119]  presented  the  dynamic  material  splines  (DMSs).  They 
considered splines control points as DOFs of  the underlying continuous object. The continuous 








considered  the  internal  energy,  deformation  of  the  catheter,  and  external  energy.  The  catheter 
was  defined  by  a  fourth-order  B-spline.  In  order  to  minimize  the  energy  representation 





Theetten  et  al.  [124]  presented  a  complete  model  for  a  deformable  1D  object.  The  stretching, 
bending, and twisting energies were formulated as the continuous expression of an object that is 







(2) The dynamic spline method  is a geometrically-based model, so  it  is difficult  to account for 
the effects of inertia, damping, etc. 
 
3.2.2  Mass-spring Model 
 
The  mass-spring  model  (MSM)  is  the  simplest  and  most  intuitive  one  from  among  all  the 
deformable  models.  The  object  is  discretized  into  a  point-mass  that  has  volume  in  three 
dimensions  (or  surfaces,  i.e.,  2D)  in  space  as  shown  in  Figure  3.1.  These  point-masses  are 
connected to each other with springs that simulate the dynamics [126]. The motion of the point-
mass  is governed by Newton’s second  law, i i if m x  ;  thus,  each point-mass of an object can be 
expressed by 









Thus,  the  motion  equation  of  the  MSM  is  governed  by  ordinary  differential  equations.  Both 











( )i d j if k v v                                                                                                                 (3.4) 
where  
          dk       : spring’s damping constant; 








This  reduced  accuracy  may  be  acceptable  in  its  application  to  film  and  games,  but overall  the 
MSM is not recommended for accurate modeling. 
 


















for  example,  in  ocean  engineering  work  on  marine  cables.  Kirchhoff’s  rod  theory  is  used  to 
analyze  both  loop  formation  and  the  stability  of  the  rod,  taking  into  consideration  a  variety  of 
loads  and  boundary  conditions.  Recently,  in  biology  biomechanics  research  (involving,  for 






3.2.4  Cosserat Rod Theory 
 
In  1907,  Cosserat  brothers  Eugèn  and  Franço  proposed  a  new  formulation  for  describing  the 
continuum mechanics (now called Cosserat theory) as applied to deformable rods and shells. In 
their formulation, the stresses and the rotational DOFs of the deformable object were considered 
as  independent variables,  and  this work was published  in  Refs.  [148-161]. To the present day, 
Cosserat rod theory remains a well-known approach  for  investigation of nonlinear elasticity  for 













force and  moments along  the  rod are discarded. Thus,  this method too  is not  suitable  to model 
the colonoscope in this study. 
 






The  Newton-Euler  formulation  as  shown  in  Eq.  (3.5)  is  applied  to  find  the  dynamics  of  the 
system [166]: 
( ) ( , ) ( )M q q V q q G q                                                                                                    (3.5) 
where 
( )M q   : inertia tensor; 
( , )V q q : generalized force vector representing coriolis and gravitational forces; 
( )G q    : generalized forces; 
q          : acceleration of the link; and 
q          : velocity of the link. 





Körner et al.  [163, 164] developed a computer-based  training simulator  for  colonoscopy based 
on  the  bar-and-joint  model.  They  used  20  elements  of  articulated  link  for  their  scope  model. 
However, the fidelity provided by this simulator was poor. 
 




Ikuta  et  al.  [166-169]  proposed  a  virtual  endoscopy  simulator  with  force  sensation  based  on  a 
model  of  rigid  bars  and  joints.  The  forward  dynamics  based  on  a  simplified  Newton-Euler 




3.2.6  Finite Beam Element Model 
 
 
Structural  analysis  is  typically  used  to  investigate  the  behaviours  of  structures.  There  are  two 
methods  for  structural  analysis:  analytical  methods  and  numerical  methods.  The  drawback  of 









applied  load  is  used  for  linear  analysis.  Linear  analysis  includes  geometrical  linearity  (i.e., 
infinitesimal  displacement)  and  linear  elastic  material  (i.e.,  material  linearity)  [171].  However, 
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where  t is the time-step and  nU is nodal displacement at the time  n t . 
There  are  several  different  numerical  methods  that  are  used  in  the  explicit  scheme,  e.g.,  the 
central  difference  method,  two-cycle  interaction  with  trapezoidal  rule,  and  the  fourth-order 
Rung-Kutta method. In the implicit scheme, the Houbolt method, the Wilson Theta method, the 
Newmark  Beta  method,  and  the  Park  Stiffly  stable  method  are  used.  The  advantage  of  the 
explicit  methods  is  that  less  computation  is  required  compared  to  that  required  by  implicit 
methods. One application of the explicit methods is the commercial software ANSYSTM, which 
offers  an  accurate  and  easy-to-use  solver  for  the  dynamic  equilibrium  equation  of  the  FEM. 
However, explicit methods can be unstable numerically if the time-step is larger than the critical 





model.  There  exist  two  assumptions  in  the  Euler-Bernoulli  model:  that  the  transverse  shear 
deformation  is  discarded  and  that  the  remaining  plane  of  the  cross-section  of  beam  element  is 
normal  to the neutral axis of  the beam element after  its deformation.  In  the Timoshenko beam 
theory,  there  is  only  one  assumption  that  the  plane  sections  remain  a  planar  shape  and  are 
perpendicular to the neutral axis [191]. 
 









3.3  Conclusions 
 
In  this  chapter,  several  techniques  for  modeling  deformable  bodies  were  reviewed;  their 
limitations are summarized in Table 3.1. The dynamic splines method is suitable for modeling of 
complex  configurations  of  objects,  and  it  is  able  to  model  systems  of  3  DOFs.  The  torsional 
behaviour  is not captured by this method. The dynamic splines method is a geometrically-based 
(non-physically-based)  model. This  method  is commonly  applied  to computer-based animation 
where  comparatively  less  accuracy  is  required.  The  MSM  is  the  simplest  and  most  intuitive 
model.  Discrete  point-masses  are  connected  to  each  other  by  a  network  of  mass-less  springs. 
This method has been used to model skin, cloth, and so on for computer animation. The MSM is 
the  simplest  approximation  of  elasticity  theory;  the  main  advantage of  the  MSM  method  is  its 
very  fast  computational  efficiency.  The  FBEM  provides  a  solid  foundation  to  model  1D 
deformable object accurately. This physics-based model can capture bending, twisting and other 















































DOFs  3  3  6  6  6  6 
 


























4.1  Introduction 
 
In colonoscopy,  the colonoscope is manipulated for  intubation  into the colon. The colonoscope 
has a flexible body which does not have distinct  joints and segments, and  it can be bent at any 
point. During  the colonoscopy procedure,  the scope moves with  respect  to  the colon subject  to 
the  friction  between  the  scope  and  colon  and  external  force.  Just  like  any  moving  object,  the 
scope has inertia, damping, and stiffness.  
 
During  colonoscopy,  the  colon  deforms  in  a  complex  way  since  it  is  constrained  loosely  at  a 
number of points by the attachment called mesenteries or peritoneal fixations. The colon itself is 
basically  quite  flexible  and  can  be  considered  a  soft  elastic-viscous  tube.  The  colon  can  be 
lengthened  when  it  is  stretched  by  the  colonoscope.  In  a  normal  situation,  the  colon  is 
constrained  by  the  mesenteries  to  remain  in  position  within  the  abdominal  cavity.  However, 





In  this  chapter,  the  mathematical  models  for  the  scope  and  the  colon  will  be  developed.  The 
model development also includes the parameter determination by the experiments. In particular, 
in Section 4.2, the model for the scope is presented, and in Section 4.3, the model of the colon is 
presented. The model  for the scope-colon system that describes their  interaction  is presented in 
Section 4.4. 
 
4.2  The Model for the Colonoscope  
 
4.2.1  Equilibrium Equation for the Colonoscope 
 
In  order  to  model  the  kinetics  of  the  colonoscope,  an  accurate  representation  of  the  scope  is 
required. As discussed previously  in Chapter 3, several  techniques are available  for modeling a 
cable-like object. Finite element method (FEM) was chosen as a tool for the modeling owing to 
the complex shape of  the scope  in  the colon.  In particular,  the Timoshenko beam element was 
chosen  because  the  beam  model  can  capture  the deformations of  the  scope  including  bending, 
twisting, and tensional compression. The scope is modeled as a set of beam elements. Each beam 
element  has  6  DOFs  in  translation  and  6  DOFs  in  rotation  in  space.  The  force-motion  of  the 
scope  can  be  represented  by  Eq.  (4.1)  below.  During  each  time  step,  by  using  the  updated 
position  instead of  the original position of each beam element, a nonlinear  finite beam element 
model for the scope is implemented to obtain the new position of the scope. 









:  external  force  eF  and  contact  force cF .  The  external  force,  i.e.,  force  from  the 
physician  who  manipulates  the  colonoscope,  is  also  represented  in  the  form  of 
nodal force;  
[U]  : a column matrix of displacements corresponding to force vector  F , and the force 
vector   F  is  applied  at  the  nodal  ends  of  each  beam  element,  and  the 
displacement of each beam element is then computed. 
 
(i)  Stiffness Matrix of the Scope 
 
Stiffness  matrix  of  the  scope  [K]  is  a  form  of  band  matrix  due  to  the  serial  structure of  beam 
elements of the scope (a node is shared by two elements except for the end node). The stiffness 




global coordinate system. The  transformation  matrix [ ]  is expressed by Eq.  (4.3) below. This 
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where  Xk,  Yk, Zk  indicate  the  coordinates  of  node  k  (k =  i,  j)  in  the  global  coordinate  system 
[199].   
[ ] [ ] [ ][ ]T eK K                                                                                                            (4.4) 
 
(ii)  Mass Matrix of the Scope 
 
The  mass  matrix  [ ]eM of  the  beam  element  is  on  the  order  of 12 12 ,  expressed  by  Eq.  (4.5). 
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[ ] [ ] [ ][ ]T eM M                                                                                                           (4.6) 
 
(iii)  Damping Matrix of the Scope 
 
The  most  effective  way  to  represent  the  damping  matrix  is  through  an  equivalent  Rayleigh 
Damping  expressed  by  Eq.  (4.7).  Rayleigh  Damping  is  a  linear  combination  of  the  mass  and 
stiffness matrices. 
[ ] [ ] [ ]C M K                                                                                                           (4.7) 
 where ,  are determined by the experiment.  
 
In the  following sections, parameters  in the model  for  the scope are determined experimentally 





4.2.2  Experimental Determination of Flexural Rigidity of the Scope 
 
Measurements of the flexural rigidity of the colonoscopes were reported in Refs. [200-208]. The 
conclusion  was  that  the  flexural  rigidity  of  the  colonoscope  depends  on  the  individual 
colonoscope (different models and their use situations). For example, Nemirovaski [200-202] did 
testing on several OlympusTM colonoscopes. Wehrmeyer et al.  [204] did experiments on newer 
OlympusTM  and  PentaxTM  colonoscopes  with  and  without  a  stiffener  inserted  in  the  biopsy 
channel,  and  they  found  that  the  flexural  rigidities of  these  colonoscopes  were  in  the  range  of 
160-240 N·cm2. Dogramadzi et al. [206] presented the effect of temperature on flexural rigidity. 
Their  results  showed  an  approximate  15%  reduction  in  flexural  rigidity  at  body  temperature 
(about 37o) over room temperature (about 25o). Hellier et al. [208] also measured both flexural 
rigidity  and  torsional  rigidity  of  colonoscopes  at  room  temperture  (about  25o)  and  body 
temperature  (about  37o),  respectively.  They  conducted  a  series  of  experiments  to  determine 
flexural rigidity and torsional rigidity of the OlympusTM colonoscope CF-140S. They found that 
along  the  length  of  the  colonoscope,  flexural  rigidity  of  the  OlympusTM  colonoscope  varied 
between 260 and 440 N·cm2 and torsional rigidity varied between 68 and 88 N·cm2/deg. 
 











4.2.2.1  Experimental Design 
 
The apparatus for flexural rigidity measurement in this study was the Instron-3366 single column 
testing  machine.  A  test-rig  with  a  120  mm  span  for  a  three-point  bending  test  was  made  (see 
Figure 4.1), and it was mounted on the Instron-3366 testing machine as shown in Figure 4.2 (a). 
The OlympusTM CF-Q160L colonoscope was put in place and supported by the rig as shown in 



























4.2.2.2  Methods 
 
Several  factors  should be noted with  regard  to  the  installation of  the tester  and colonoscope as 
follows:  










In  the measurement of  flexural  rigidity of  the scope the environmental  temperature was 25 ℃, 
and the following procedure was taken: 
 
Step  1:  The  load  was  applied  at  certain  positions  along  the  insertion  tube  of  the  scope.  The 
loading  points  were  set  along  the  colonoscope  length  beginning  at  the  tip  of  the  colonoscope 
with 21 cm, 31 cm, 41 cm, . . . 141 cm, and 151 cm (14 in total). Thus there were 14 spots where 
loading  was  imposed  on  the  insertion  tube  of  the  scope.  Note  that  the  distal  end  of  the  scope 

















4.2.2.2  Results 
 
Figure 4.5 shows the load-deflection relation with the loading point at 51 cm away from the tip 
of  the  scope.  From  this  figure,  a  good  linearity  (with  R2=  99.3%)  can  be  seen.  From  the 
information  presented  in  Figure  4.5,  flexural  rigidity  can  be  obtained.  Figure  4.6  shows  the 
measured rigidity of the scope corresponding to the loading points with a confidence level of  
95%.  From  this  figure  it  can  be  seen  that  the  EI  varies  along  the  colonoscope  length,  which 












flexural  rigidity.  The  reason  for  this  may  be  that  the  internal  components  (for  instance,  wires, 
optic  fiber,  and  springs)  of  the  colonoscope  change  to  become  more  tense  when  the  scope 
contains a loop.  
 
Figure  4.8  shows  a  comparison  of  the  average  EI  of  the  CF-Q160L  colonoscope  between  the 
scope  with  tip  deflection  and  one  without  tip  deflection.  From  this  figure,  it  can  be  seen  that 
under tip deflection the EI at certain testing points along the colonoscope length is a little higher 
than that of the straightened scope (i.e., without tip deflection). The reason for this result may be 







































































































4.2.3  Experimental Determination of Damping Matrix of the Scope 
 
 
Experimental  determination  of  the  damping  matrix  is  difficult.  The  most  common  way  to 
determine damping matrix is to view it as a linear combination of the mass and stiffness matrices 
as  shown  in Eq.  (4.7). The damping  model  is also known as “Rayleigh damping” or “classical 
damping”  or  “proportional  damping”  [209].  This  classical  damping  model  is  applied  to  all 

















































literature,  Rayleigh  damping  has  been  successfully  applied  to  vibration  analysis  [210-218].  In 
short, it is reasonable for this study to make use of the Rayleigh damping. Eq. (4.9) denotes the 
relation  between  the  Rayleigh  damping  coefficients  and  its  natural  frequency i  and  damping 
ratio i in the i
th normal mode [199]: 














 dominates  at  the  initial  stage,  then  term 
2












Figure  4.9  shows  a  non-linear  damping  property  with  respect  to  the  frequency  from  the 
beginning to point A, and the  linear relationship between damping ratio and natural  frequency. 
Furthermore, considering the fact that the non-linear range is very small,  the damping ratio can 
be viewed as  linearly proportional  to the  frequency of  the system. Based on this analysis, only 
the  first  few  modes were  considered  and  the  other  modal  parameters were  proportional  to  the 
ones  in  the  low  modes.  Thus,  there  was  no  need  to  measure  n  (when  the  system  is  in  high 
modes).  In  fact,  modal  parameter  n  in  high  modes  cannot  be  measured  accurately  by 
experiment  [210].  In  most  cases,  the  first  three  modal  parameters  can  be  found  by  vibration 
experiments.  Chowdhury  et  al.  [210]  presented  a  method  for  computation  of  the  Rayleigh 

























damping  coefficients.  This  method  ensures  a  rational  estimate  of  the  Rayleigh  damping 
coefficients α and β.  
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4.2.3.1  Forced Vibration Experiment 
 
In  the  testing,  there  were  two  assumptions  for  the  modal  parameters  of  the  scope.  (1)  Each 
segment  along  the  length  of  the  scope  had  the  same  damping  property.  The  reason  for  this 




4.2.3.1.1  Equipment and Method 
 




an  impulse hammer. The advantage of  (a)  is  the provision of a waveform as  the driving signal 





was used. Signals  from  the shaker and  from  the  accelerometers were amplified using a charge 
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amplifier,  namely  the  Amplidfer  Brüel  &  KjærTM 2635.  The  Brüel  &  KjærTM dynamic  signal 
analyzer PHOTON+ was used for data processing.  
 









4.2.3.1.2  Results 
 
In  this  section,  the  results  obtained  from  the  forced  vibration  testing  of  the  colonoscope  are 
described. Figure 4.12 shows the results of frequency versus vibration transmissibility of the CF-
Q160L colonoscope obtained from the forced vibration testing. The vibration transmissibility is a 










































































4.2.3.2  Damping Matrix of the Scope 
 
The  damping  ratios obtained  from  the  above  experiment  were  used  to  determine  the  Rayleigh 
damping ratios in the damping matrix that is decribed in the following.  
 
Selecting  2 0.085  and  3 0.364  to  extrapolate  damping  ratios  for  the  high  modes  of  4,  5,  6 
and 7 using Eq. (4.11) leads to 
3 2
4 4 3 3
3 2
3 2
5 5 3 3
3 2
3 2
6 6 3 3
3 2
3 2
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Now, the damping matrice [ ]C of the scope is expressed by 













4.2.4  Colonoscope Cantilever Experiment 
 
The CF-Q160L colonoscope was clamped at 80 cm from the distal end to deform under its self-
weight as  shown  in Figure 4.13  [162]. The points on the scope were measured by graph paper 






























































480  N·cm2  and  600  N·cm2,  respectively.  A  comparison  between  the  measured  deflection  and 




























































































Simulation results with EI of 350 Ncm
2
Simulation results with EI of 480 Ncm
2




4.3  The Model for the Colon 
 






(4)  The  mass  or  inertia  and  damping  of  the  colon  can  be  neglected  due  to  their  insignificant 
dynamic behaviours in colonoscopy.  
 
Based  on  these  assumptions,  the  colon  was  modeled  as  a  set  of  hollow  cylinder  Timoshenko 
beam  elements.  Each  element  had  6  DOFs  in  translation  and  6  DOFs  in  rotation.  The  force-
motion of the colon was represented by a static equilibrium equation, which is expressed by 









the  colon.  The  stiffness  matrix  [ ]eK of  the  hollow  cylinder  beam  element  is  on  the  order  of 
12×12, expressed by Eq. (4.2). The global stiffness matrix [Kc] was computed by 




and  mechanical  model  of  the  colon  must  be  known  in  advance.  In  the  following  sections,  the 
geometrical model and mechanical model of the colon will be discussed.   
 
4.3.2  Geometrical Model of the Colon 
 
The  deformation  of  the  colon  is  divided  into  two  directions:  radial  direction  (transverse 
direction) and longitudinal direction (centerline along the colon tube). The deformation along the 
radial  direction  is  negligible.  Therefore,  only  the  deformation  along  the  longitudinal  direction 
was  considered.  The  centerline  of  the  entire  colon  was  represented  by [ , , ]Ti i i ir x y z ,  which 
indicates  the  coordinates  of  points  on  the  centerlines  in  the  global  system  (see  Figure  4.16). 










4.3.3  Mechanical Model of the Colon 
 
Yamada  performed  a  variety  of  experiments  to  find  out  the  mechanical  properties  and 
characteristics of the human colon [219]. He found that the stress-strain relation for colon tissue 
was  non-linear  and  mechanical  properties  were  similar  to  those  of  porcine  colon,  which  were 
studied  in  Refs.  [220,  221].  The  pig  is  a  superior  experimental  animal  model  because  of  its 
comparatively  close  resemblance  to  the  human  in  terms  of  internal  anatomy  and  physiology 
[222-224]. The porcine colon was used in this study.  
 
4.3.3.1  Tensile Experiment of the Colon 
 
The Instron-3366 single column testing machine was used for the tensile experiment. Specimens 
from  different  parts  of  the  porcine  colon  tissue  were  prepared  and  tested  including  rectum, 
sigmoid  colon,  descending  colon,  transverse  colon,  and  descending  colon.  The  dimensions  of 
94 
 





4.3.3.2  Results 
 


































































 (3)  Figure  4.20  shows  the  relation  between  the  engineering  stress  and  strain  for  the  porcine 
colon. However, if the elongation of the colon is up to 120% of the original  length, the reduced 
cross-section areas of  the colon  tissue  should  be  considered. Therefore,  the engineering  stress-
strain curve was transformed to the true stress-strain curve in this case. The true stress and strain 
were computed using Eq. (4.18). The true stress-strain curves of porcine colon tissue are shown 
in  Figure  4.21.  From  Figure  4.21,  for  small  strains,  engineering  and  true  stress-strain  curves 
almost  overlapped  but  there  were  significant  differences  for  the  stress  when  the  strain  became 
large due to a reduction of cross-section areas of colon tissue. 











































































Engineering stress-strain curve  of sigmoid colon
Engineering stress-strain curve  of rectum 
Engineering stress-strain curve  of ascending colon
Engineering stress-strain curve  of descending colon
Engineering stress-strain curve  of transverse colon
True stress-strain curve  of  transverse colon
True stress-strain curve  of  ascending colon
True stress-strain curve  of  sigmoid colon
True stress-strain curve  of  descending colon
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4.4  Contact Model 
 




The contact model  is an  important aspect  in  the area of  simulation  for medical devices;  thus a 
large number of contact models have been developed in the literature. Comprehensive literature 
reviews on this subject can be  found in Refs.  [225, 226]. In general,  three categories of contact 
models  are  available:  (1)  classical  rigid  body  contact  formulation,  (2)  complementarity 
formulation, and (3) compliant contact formulation. There are two types of contact constraints: 
(a)  interpenetration  contact  such  as  surgical  needle,  surgical  suture,  and  so  on,  and  (b)  non-





is  formulated  into  a  Linear  Complementarity  Problem  (LCP)  by  linearizing  the  Signorini’s 
problem,  details  of  which  can  be  found  in  Refs.  [227-240].  For  the  LCP,  the  contact  force  is 
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a  friction  state,  either  stick  (static  friction  state)  or  slip  (dynamic  friction  state).  The  relative 
motion of  the contact point between the scope and the colon  is equal  to zero in the case of  the 
stick  state.  During  the  slip  state,  relative  motion  between  the  scope  and  the  colon  along  the 
tangential  direction  occurs  (non-interpenetration  contact),  so  the  friction  force  for  the  contact 
point is determined by the multiplication of the frictional coefficient by the normal contact force. 
However, Signorini’s law does not consider the frictional force in the contact space.  In the case 

















































f                  : contact force in the plane ( ,t s
 
) of contact space, which is resultant force of 











For  an  LCP  with  friction,  single  nodal  contact  can  be  simply  solved  by  the  Newton-Raphson 
method  [240].  However,  for  the  contact  system  of  the  scope-colon  there  are  multiple-node 
contacts  with  the  frictional  force  at  the  same  time.  For  the  multiple-node  contact  problem, 
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                                                                 (4.23) 
where
 
[ ]W is defined as the mechanical coupling between contact points and   
( 1 1, 1,a a m     ). 
Therefore,  for  the contact  system of  the scope-colon, considering a contact  on the node  i  of 
the scope, there are three vectors in the contact space for this node: one along the contact normal 
direction  (denoted  by n )  and  two  along  the  tangential  direction  (denoted  by  t and  s ).  The 
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algorithm  to  solve  the  LCP  with  friction  for  a  guaranteed  coverage.  Details  of  a  GS-like 
algorithm  can  be  found  in  Ref.  [235]  (Chapter  20,  Section  20.5.3).  SOFA  (simulation  open-




4.5  Conclusions 
 
In  this  chapter,  the  model  of  the  scope  and  the  model  of  the  colon  were  presented.  For  the 
colonoscope model, the Timoshenko beam finite element method was employed, which was able 
to  account  for  the  cross-sectional  area,  cross-section  moment  of  inertia,  and  polar  moment  of 
inertia of the structure of the colonoscope. Each beam element had 6 DOFs in translation and 6 
DOFs  in  rotation  in  space.  Each  beam  element  was  connected  to  a  neighbouring  element  to 
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represent  the  assembled  colonoscope.  The  element  had  not  only  deformation  but  also  motion, 
and  its  position  was  updated.  In  order  to  model  the  colon,  the  colon  was  defined  as  a  set  of 
hollow cylinder Timoshenko beam elements. The force-motion of the colon was represented by a 












































5.1  Introduction 
 
This  chapter  provides  a  description  of  the  validation  of  the  mathematical  model  described  in 
Chapter  4. The  validation  was  performed  on  a  built  colonoscopy  test-bed.  The  pig  model  was 
used owing to its close resemblance to the human in terms of  internal anatomy and physiology. 
The  test-bed  consisted  of  mainly  a  human-based  colon  tray  and  porcine  colon  tissue.  Various 
position sensors and force sensors were put in place to measure the movement behaviour of the 
scope  (in  the  colon)  as  controlled  by  the  physician,  including  both  position  and  force  of  the 
scope.  
 
In  this  study,  an  ex-vivo  colonoscopy  test-bed  using  porcine  colon  tissue  and  a  human-based 
“colon tray” was built. Input of the mathematical model  is external force and torque applied by 
the physician; output of the mathematical model  is motion of the colonoscope. The test-bed had 











5.2  Experiments 
 
5.2.1  Experimental Setup 
 
Ascension Trakstar-2 System (Ascension Technologies Corp., Burlington, VT), which typically 
is  used  in  medicine  for  guiding  small  biopsy  needles  to  lesions  and  guide-wires  within  the 
patient’s body, was a good option for capturing the motion of the scope in the colon. The sensor 
has 0.9 mm outer diameters and enables track 6 DOFs: X-axis, Y-axis, Z-axis, yaw angle, pitch 
angle,  and  roll  angle.  In  this  study,  Ascension  Trakstar-2  with  model-90  sensors  was  used  to 
track the motion of the colonoscope in the colon. 
 
Louis  et  al.  [241]  developed  the  Colonoscopy  Force  Monitor  (CFM)  (Artann  Laboratories, 
Trenton,  NJ)  to  improve  training  of  physicians  and  establish  best  practices  for  performing 
colonoscopy  by  the quantitative  characterization  of an expert  skill.  With  the application of  the 
CFM,  it  was  expected  that  the  frequency  and  levels  of  significantly  painful  colonoscopy  and 







In  general,  we  developed  a  test-bed  that  consisted  of  a  human-based  “colon  tray”  (Medical 
Innovations  International  Inc.,  Rochester,  NY),  porcine  colon  tissue  (supplied  by  Medical 
Innovations  International  Inc., Rochester, NY),  the CFM (Artann Laboratories, Trenton, NJ), a 
flexible  force  sensor  (Tekscan  Inc.,  Boston,  MA),  Ascension  Trakstar-2  System  (Ascension 
Technologies  Corp.,  Burlington,  VT),  and  an  OlympusTM  CF-Q160L  colonoscope  (Olympus 
Corp., Tokyo). Details of each component are described as follows: 








(2) The  CFM  continually  measured,  displayed,  and  stored  the  push/pull,  clockwise,  and 
counter-clockwise torque applied to the insertion tube of the colonoscope (Figure 5.2). The 





(3) The  flexible  force  sensor  is  a  paper-thin  (0.008”)  Flexiforce  B201  sensor  (Tekscan  Inc., 
Boston,  MA).  The  system  has  a  handle  connected  to  the  force  sensor.  The  plastic  ELF 
(Economical  Load  and  Force)  handle  contains  data  acquisition  electronics  with  USB 
connection and  interface  to B201 sensors  (see Figure 5.3). The  flexible  force sensor was 
applied  to the colonoscope  insertion  tube  to collect  the data  for  the normal contact  force 
between the scope and colon tissue. The  flexible  force sensor was calibrated to preload 4 







(4) Ascension Trakstar-2 System consisted of electronic  main unit,  flat-plate electromagnetic 
transmitter,  and  four  Model-90  position  sensors  (see  Figure  5.4).  The  first  two  position 
sensors were used to track the motion of  the colonoscope  in the colon;  the third one was 























5.2.2  Methods 
 
The following procedure was followed: 














the  colonoscopy,  external  forces  and  torques  were  recorded  by  the  CFM.  An  example  of  the 
external force during the complete colonoscopy as collected by the CFM is shown in Figure 5.7; 
the  external  torque  applied  by  the  operator  is  shown  in  Figure  5.8.  The  motion  of  the 
colonoscope  was  recorded  by  position  sensors.  The  motion  of  the  tip  of  the  colonoscope  was 
recorded by  Sensor 1, which recorded the tip’s position with respect to X-axis, Y-axis, and Z-
axis  (unit:  millimeter)  as  well  as  azimuth  angle  along  X-axis,  roll  angle  along  Y-axis,  and 
elevation angle along Z-axis (unit: Degree). One example of  two synchronized data of external 
force applied by the physician and the tip’s motion of the scope is shown in Figure 5.9. Sensor 1 
recorded  the  tip’s  rotation  of  the  scope  as  shown  in  Figure  5.10.  The  trajectories  of  the  three 
position  sensors  located  along  the  X-axis,  along  the  Y-axis  and  along  the  Z-axis  is  shown  in 
Figure  5.11.  The  contact  force  between  the  tip  of  the  scope  and  the  colon  was  recorded  by  a 























































































































Synchronized recorded data in Test 1
 
 
Appied force (unit: Newton)
Sensor 1 position regarding X-axis (unit: millimeter)
Sensor 1 position regarding Y-axis (unit: millimeter)
Sensor 1 position regarding Z-axis (unit: millimeter)


















































Azimuth angle along X-axis 
Roll angle along Z-axis

























Trajectories of the three sensors along X-axis
 
 
Sensor 2 attached 20 cm from the tip of the scope
Sensor 3 attached onto the CFM
Sensor 1 attached at the tip of the scope
(a)




















Trajectories of the three sensors along Y-axis
 
 
Sensor 1 attached at the tip of the scope
Sensor 2 attached 20cm from the tip of the scope
















































Sensor 1 attached at the tip of the scope
Sensor 2 attached 20cm from the tip of the scope


































































 Force applied by the CFM




Step 1: Assembly of the Beam Elements into the Colonoscope 
 
The  initial  coordinates  (x,  y,  z)  of  the  nodes  of  the  beam  elements of  the  scope  were  known, 
which are related to the colon tray. There were sensors on these places.  
 





the  tip  of  the  scope). Sensor  3  was  attached  to  the  CFM  to  record  the  coordinate  of  the  input 
force  exerted  by  the  CFM,  and  there  was  no  relative  motion  between  the  CFM  and  the  scope 
during  the operation  because  the CFM  firmly griped  the scope. Sensor 4 was  sutured onto the 













The average EI  (350 N·cm2) of  the CF-Q160L colonoscope was used  for  the FE  model of  the 
scope. As a matter of fact, the flexural rigidity of the CF-Q160L colonoscope is close to that of 
the  one  measured  by  Hellier  et  al.  [222].  For  this  reason,  torsional  rigidity  of  CF-Q160L 
colonoscope was not  further  tested  in  this study, and  the  results  from Hellier  et  al.  [222] were 
employed.  Specifically,  torsional  rigidity  of  the  scope  was  7000  N·mm2,  and  this  measurment 











Step 3: Computation of the Free Motion of the Scope  
 




















Step 5: Computation of the Motion of the Scope with Contact Force 
 
After  the  contact  force  were  found  at  Step  4,  the  force-motion  equation  of  the  scope  was 
computed  by  the  input  force/torque  and  contact  forces  from  the  colon.  This  step  is  so-called 




to  where  the  colonoscope  moved  within  the  colon,  i.e.,  sigmoid  colon,  descending  colon, 
























































































axis  between  simulation  and  experimental  results.  Figure  5.17  shows  a  comparison  between 
simulation and experimental results of elevation angle of the scope about the Y-axis. Root mean 
square error (RMSE) of  the displacement of  the distal end of  the scope along the X-axis  in the 





















































































Figure  5.18  shows  a  comparison  between  simulation  and  experimental  results  of  the 
displacement of the distal end of the scope along the Y-axis when the scope was in the transverse 
colon.  RMSE  of  the  displacement  of  the  scope  along  the  Y-axis  in  the  transverse  colon  was 
found to be about 2.105 mm.  
 



















































The  simulation  results  showed  more  displacement  than  did  the  experimental  results  when  the 






less  resisting  force  than  it  actually did. Thus,  more displacement of  the distal end of  the scope 
was generated when the scope was in the ascending colon. 
 
Figure  5.20  shows  a  comparison  between  simulation  and  experimental  results  of  the 







































































































































































During  the  colonoscopy  operation,  the  contact  force  between  the  distal  end  of  scope  and  the 
colon was recorded by the flexiforce sensor. Figure 5.21 shows a comparison between simulation 







































































































































































































5.4  Discussion 
 
In the comparison of experimental and simulation results, there was good agreement between the 
two.  Probable  reasons  for  the  measured  uncertainty  error  associated  with  Model-90  position 
sensors and the force sensor (the CFM and flexible force sensor) are discussed below. The major 
measurement error for the position sensors was due to  jittery data. This measurement error was 
plotted  as  the  error  bar.  The  propagation  error  generated  from  the  CFM  should  be  considered 
because  the  CFM  collected  the  external  force/torque,  and  these  values  were  applied  to  the 
mathematical model as the input force.  
 
Furthermore,  the  errors generated  from  the  model  assumptions  are  inevitable  such  as  the  non-
linear mechanical properties of the colon tissue and the viscous adhesive frictional force. Wang 
et  al.  [102]  studied  the  frictional  characteristics  of  porcine  colon  tissue.  They  found  that  the 
frictional  force  of  porcine  colon  tissue  is  generally  subject  to  Coulomb’s  law  but  also  that  the 





applied  to  the  FE  model  of  the  scope  to  simulate  the  cantilever  scope,  and  there  were  no 
significant  differences  found.  Furthermore  validation  was  made  to  see  if  there  was  significant 
difference  in  the  motion  of  the  scope  between  the  simulation  and  experimental  results.  Two 
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Simulation results  (EI=400Ncm2)





5.5  Conclusions 
 




is  reliable  in  terms  of  accuracy.  The  errors  generated  were  analyzed  based  on  the  model 
assumptions, the measurement errors, and the parameters of the mathematical model.  
 
In  this  study,  only  one  model  of  a  human-based  colon  tray  was  made  for  the  experiments. 
However, a variety of human colons should be considered, for example those patients who have 

























scope  in  the  colon  may  be  not  possible,  which  means  failure  of  the  procedure.  The  loop  also 
creates risks of perforation of the colon and pain in the patient.  
 
There are currently  several existing devices  to overcome  loop  formation  in colonoscopy which 
have  been  introduced  in clinical  work,  including a variable stiffness colonoscope,  an over-tube 
colonoscope,  capsule  endoscopy,  a  self-propelled  endoscope,  virtual  colonoscopy,  the  Aer-O-






A preliminary  analysis  from  the author has  led him  to believe  that all  the existing solutions  to 
loop formation may have missed an important engineering concept called “self-locking” and its 
underlying principle governing  the  locking of  relative  motion  (or  “stick”) between  two objects 
(colon and scope,  in  this case). This observation, coupled with  the author’s belief  that medical 
procedures and operations must be performed in interactive human/machine fashion (or, simply 
speaking,  that  a  complete  automation  for  this  procedure  is  both  undesirable  and  less  if  at  all 





would  be  quite  intrusive  and  less  reliable.  The  author’s  solution  is  to  have  sensors  on  a  tube 
outside  the  human  body and  then  to  infer  the  information  between  the scope and colon with  a 





(1) To analyze the existing devices and solutions that attempt to overcome  loop formation  in 
colonoscopy  from  an  engineering  design  prospective,  aiming  to  confirm  the  author’s 
preliminary finding.   
(2) To  develop  a  kinetic  model  of  the  colonoscope  that  describes  the  motion  of  the 
colonoscope  in  the  colon  and  also  the  contact  force  resulting  from  external  force/torque 
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applied  by  the  physician.  Objective  (2)  can  be  further  divided  into  three  more  specific 






solutions are problematic  from a systems design  perspective. A well-proven design  theory,  the 
ADT,  was  employed  for  this  analysis.  The  analysis  confirmed  the  author's  hypothesis  that  is 




Chapter  3  presented  a  literature  review  on  modeling  of  deformable  objects,  providing  the 
understanding  of  challenges  of  modeling  and  characteristics  of  the  modeling  problem.  This 




model  for  the  colon  and  the  interaction  between  scope  and  colon  were  presented.  The 
Timoshenko  beam  element  was  used  for  both  the  scope  and  the  colon.  The  scope-colon 
interaction  or  contact  model  was  formulated  into  a  Linear  Complementarity  Problem  (LCP) 
including  consideration  of  frictional  force  (note:  the  viscous-adhesive  frictional  force  of  the 
porcine  colon  tissue  was  not  considered  in  the  friction  model).  For  the  scope,  the  stiffness, 
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inertial,  and  damping  effects  were  considered.  For  the  colon,  only  the  stiffness  effect  was 
considered because both the inertial and damping effects are too small, they are ignored. All the 
parameters  in  these  models  were  determined  on  the  experiment  test-bed.  A  particular  scope, 




In  Chapter  5,  the  experimental  validation  of  the model  developed  in  Chapter  4  was  presented. 
First,  an  experiment  test-bed  was  built,  which  included  the  human-based  “colon  tray”  with 




(1) Self-locking  of  the  colonoscope  is  the  most  basic  cause  for  the  occurrence  of  looping, 
while structural instability of the colonsocope is dependent on the self-locking. The current 
literature asserting  that  structural  instability of  the scope  is  the  main  cause  for  looping  is 
mistaken. 
(2) Both the scope and the colon can be well represented with the Timoshenko beam elements, 
and  the  LCP  formulation  that  considers  frictional  force  to  be  the  representation  of 
interactions between the colon and scope is adequate.  
(3) There are effects from the location, looping, and tip deflection of the scope on the flexural 





(4) The  Rayleigh  damping  of  the  CF-Q160L colonoscope  depends more on  the  mass  matrix 





6.2  Major Contributions of Thesis 
 
This thesis research has generated several “firsts,” implying a possible contribution to the field of 





(2) The  systematic  evaluation  for  the  existing  colonoscopy  technologies  based  on  the  well-
proven  Axiomatic  Design  Theory  (ADT)  will  serve  as  a  guideline  for  future  new 
colonoscope development. 














First,  Wang  et  al.  [102]  found  that  frictional  force  of  the  porcine  colon  tissue  was  generally 
subject  to  the  Coulomb’s  law  but  also  to  the  adhesive  force  generated  by  the  visco-elastic 






gender,  older  age,  and  low  BMI  [body  mass  index])  may  have  a  redundant  sigmoid  colon.  A 
















approach  is  to  predict  loop  formation  and  reduce  loop  formation  in  colonoscopy.  For  this 
approach,  a  sensor  on  the  colonoscope  tube  outside  human  body  and  the  kinetic  model  are 
required.  The  sensor  reports  the  force  and  position  information,  and  this  information  and  the 
kinetic  model  are  used  to  infer  the  information  generated  at  the  interaction  between  the  scope 
and  colon  inside  the  body.  Therefore,  based  on  data  generated  by  the  CFM  and  the  kinetic 
model, first, loop formation in colonoscopy is predicted; then a warning of loop initiation will be 
given  to the physician  if  there  is  no  relative  motion between  colonoscope and colon;  next,  the 
physician  adjusts  the  operation  in  order  to  reduce  the  loop  with  the  information  given  by  the 
kinetic model, i.e., adjusts the distal end of the scope’s orientation and direction by applying the 






(ii) Application of the Model of the Scope to Prevent Perforation of the Colon 
 
Colonoscopy  requires  that  pull  and  torque  forces  be  applied  to  the  instrument  to  advance  it 
through  the  colon.  The  application  of  force  to  the  colon  and  its  anatomic  attachments  can  be 
painful  and  excessive  force  can  lead  to  perforation.  Although  sedation  can  reduce  the  pain, 




physician with real-time  feedback on the force and torque applied during colonoscopy, but  it  is 
not able  to provide a  reading of  the contact pressure on the colon  tissue. However,  the kinetic 
model  of  the  scope  enables provision  of  information  of  the  forces  being  exerted  against  colon 
tissue.  Therefore,  the  kinetic  model  of  the  scope  provides  the  best  solution  for  overcoming 




(iii) Application of the Model of the Scope to Design an Active Scope Device 
 
The NES is an active scope that is described in Chapter 2. This system is a promising technology 






colon, each segment of  the insertion tube  is controlled to follow the first segment of  the scope, 
i.e., the “head” of  the scope. Segments following the “head” of  the scope could be a promising 
approach  in  overcoming  loop  formation.  However,  with  the  proposed  “active”  colonoscope,  a 
controller would accurately position each segment of  the  insertion  tube of  the scope and  make 
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Based on  the geometrical parameters of  the scope  in  the sigmoid colon, given L = 35 cm,   = 























w s pF F F F                                                                                                                (B.1) 
where  
wF :  frictional force associated with weight of insertion tube; 






of  the  intestine. The  friction component 
pF is not considered because  fluid  resistance generated 
from  inside  the  intestine
 





















































































where )(lN  is  the  normal  force  at  position  ,l D  is  the  distributed  force  on  dl that  is  an 









































































































































































Given  length  S  to  find  the  disturbed  force  along  l  ∈  (0,  S),  let Sl  .  At  the  free  end  of  the 































































































In  the  following,  xc is stress of  the  intestinal wall  along  the  length of  the capsular endoscope;
xm  is stress of the mesentery along the length of the capsular endoscope, leading to 
xc c c xm m ft d t h F                                                                                                 (D.1) 
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b d t d b d t h F                                                              (D.3) 
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Stiffness Matrix of a Beam Element 
 
The  derivation  of  the  stiffness  matrix  ek of  the  beam  element  is  attributed  in  Ref.  [170].  The 
beam element has axial forces  1S  and 7S , shearing forces  2 ,S 3,S 8S and 9S , bending moments  5 ,S
6 ,S 11S and 12S ,  and  twisting  moments  (torques)  4S and 10S  as  shown  in  Figure  E.1.  The 
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4 1S x GJ C                                                                                                               (E.8) 
The boundary conditions:   = 0 at x = l; evaluating the boundary condition leads to 






























































b sv v v                                                                                                                       (E.14) 
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Stiffness Matrix [K] of the Colonoscope 
 
 




% computation of the system stiffness matrix 
for e=1:numberElements; 
    % elementDof: element degrees of freedom (Dof) 
    indice=elementNodes(e,:) ; 
    elementDof=[6*indice(1)-5 6*indice(1)-4 6*indice(1)-3 6*indice(1)-2 
6*indice(1)-1 6*indice(1) 6*indice(2)-5 6*indice(2)-4 6*indice(2)-3 
6*indice(2)-2 6*indice(2)-1 6*indice(2)] ; 
    x1=nodeCoordinates(indice(1),1); 
    y1=nodeCoordinates(indice(1),2); 
    z1=nodeCoordinates(indice(1),3); 
    x2=nodeCoordinates(indice(2),1); 
    y2=nodeCoordinates(indice(2),2); 
    z2=nodeCoordinates(indice(2),3); 
    L = sqrt((x2-x1)*(x2-x1) + (y2-y1)*(y2-y1) + (z2-z1)*(z2-z1)); 
    r = 6.65;                  % radius of colonoscope (mm) 
    A = pi*(r^2);              % cross-sectional area (mm^2) 
    I = pi*r^4/4;              % moment of inertia  
    Iy = I;                    % second moment of area 
    Iz = I;                    % second moment of area     
    % Input parameters 
    GJ = 7000;                 % torsional rigidity (N*mm^2) 
    EI = 40000;                % flexural stiffness (N*mm^2) 
    % end input 
    E = EI/I;                  % modulus of elasticity (N/mm^2 or Mpsi) 
    k1 = E*A/L; 
    k2 = 12*E*Iz/(L*L*L); 
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    k3 = 6*E*Iz/(L*L); 
    k4 = 4*E*Iz/L; 
    k5 = 2*E*Iz/L; 
    k6 = 12*E*Iy/(L*L*L); 
    k7 = 6*E*Iy/(L*L); 
    k8 = 4*E*Iy/L; 
    k9 = 2*E*Iy/L; 
    k10 = GJ/L; 
    a=[k1 0 0; 0 k2 0; 0 0 k6]; 
    b=[ 0 0 0; 0 0 k3; 0 -k7 0]; 
    c=[k10 0 0; 0 k8 0; 0 0 k4]; 
    d=[-k10 0 0; 0 k9 0; 0 0 k5]; 
    k = [a b -a b; b' c b d; (-a)' b' a -b; b' d' (-b)' c] ; 
    if x1 == x2 & y1 == y2 
       if z2 > z1 
          Lambda = [0 0 1 ; 0 1 0 ; -1 0 0]; 
       else 
          Lambda = [0 0 -1 ; 0 1 0 ; 1 0 0]; 
       end 
    else 
    CXx = (x2-x1)/L; 
    CYx = (y2-y1)/L; 
    CZx = (z2-z1)/L; 
    D = sqrt(CXx*CXx + CYx*CYx); 
    CXy = -CYx/D; 
    CYy = CXx/D; 
    CZy = 0; 
    CXz = -CXx*CZx/D; 
    CYz = -CYx*CZx/D; 
    CZz = D; 
    Lambda = [CXx CYx CZx; CXy CYy CZy; CXz CYz CZz]; 
    end 
    R = [Lambda zeros(3,9); zeros(3) Lambda zeros(3,6); zeros(3,6) Lambda 
zeros(3);zeros(3,9) Lambda]; 












Mass Matrix of a Beam Element 
 
 





















































[ ]u A U                                                                                                                        (G.2) 
where 
[ ]x y zu u u u  and[ ] ( , , )A A x y z . 
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Tm A Adv                                                                                                                (G.5) 
where  is  the  density; v is  the  volume  of  element;  and  the  matrix [ ]A  must  refer  to  all  nodal 
displacement in local coordinate system.  
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% computation of the system mass matrix 
for e=1:numberElements; 
    % elementDof: element degrees of freedom (Dof) 
    indice=elementNodes(e,:) ; 
    elementDof=[6*indice(1)-5 6*indice(1)-4 6*indice(1)-3 6*indice(1)-2 
6*indice(1)-1 6*indice(1) 6*indice(2)-5 6*indice(2)-4 6*indice(2)-3 
6*indice(2)-2 6*indice(2)-1 6*indice(2)] ; 
    x1=nodeCoordinates(indice(1),1); 
    y1=nodeCoordinates(indice(1),2); 
    z1=nodeCoordinates(indice(1),3); 
    x2=nodeCoordinates(indice(2),1); 
    y2=nodeCoordinates(indice(2),2); 
    z2=nodeCoordinates(indice(2),3); 
    L = sqrt((x2-x1)*(x2-x1) + (y2-y1)*(y2-y1) + (z2-z1)*(z2-z1)); 
    k = [1/3 0 0 0 0 0 1/6 0 0 0 0 0; 
        0 13/35+6*Iz/(5*A*L*L) 0 0 0 (11*L)/210+Iz/(10*A*L) 0 9/70-
6*Iz/(5*A*L*L) 0 0 0 (-13*L)/420+Iz/(10*A*L); 
        0 0 13/35+6*Iy/(5*A*L*L) 0 (-11*L)/210-Iz/(10*A*L) 0 0 0 9/70-
6*Iy/(5*A*L*L) 0 13*L/420-Iy/(10*A*L) 0; 
        0 0 0 Jx/(3*A) 0 0 0 0 0 Jx/(6*A) 0 0; 
        0 0 (-11*L)/210-Iy/(10*A*L) 0 (L*L)/105+(2*Iy)/(15*A) 0 0 0 (-
13*L)/420+Iy/(10*A*L) 0 (-L*L)/140-Iy/(30*A) 0; 
        0 (11*L)/210+Iz/(10*A*L) 0 0 0 (L*L)/105+(2*Iz)/(15*A) 0 (13*L)/420-
Iz/(10*A*L) 0 0 0 (-L*L)/140-Iz/(30*A); 
        1/6 0 0 0 0 0 1/3 0 0 0 0 0; 
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        0 9/70-6*Iz/(5*A*L*L) 0 0 0 13*L/420-Iz/(10*A*L) 0 
13/35+6*Iz/(5*A*L*L) 0 0 0 (-11*L)/210-Iz/(10*A*L); 
        0 0 9/70-6*Iy/(5*A*L*L) 0 (-13*L)/420+Iy/(10*A*L) 0 0 0 
13/35+6*Iy/(5*A*L*L) 0 (11*L)/210+Iy/(10*A*L) 0; 
        0 0 0 Jx/(6*A) 0 0 0 0 0 Jx/(6*A) 0 0; 
        0 0 (13*L)/420-Iy/(10*A*L) 0 (-L*L)/140-Iy/(30*A) 0 0 0 
(11*L)/210+Iy/(10*A*L) 0 (L*L)/105+(2*Iy)/(15*A) 0; 
        0 (-13*L)/420+Iz/(10*A*L) 0 0 0 (-L*L)/140-Iz/(30*A) 0 (-11*L)/210-
Iz/(10*A*L) 0 0 0 (L*L)/105+(2*Iz)/(15*A)]; 
    if x1 == x2 & y1 == y2 
       if z2 > z1 
          Lambda = [0 0 1 ; 0 1 0 ; -1 0 0]; 
       else 
          Lambda = [0 0 -1 ; 0 1 0 ; 1 0 0]; 
       end 
    else 
    CXx = (x2-x1)/L; 
    CYx = (y2-y1)/L; 
    CZx = (z2-z1)/L; 
    D = sqrt(CXx*CXx + CYx*CYx); 
    CXy = -CYx/D; 
    CYy = CXx/D; 
    CZy = 0; 
    CXz = -CXx*CZx/D; 
    CYz = -CYx*CZx/D; 
    CZz = D; 
    Lambda = [CXx CYx CZx; CXy CYy CZy; CXz CYz CZz]; 
    end 
    R = [Lambda zeros(3,9); zeros(3) Lambda zeros(3,6); zeros(3,6) Lambda 
zeros(3);zeros(3,9) Lambda]; 

















Natural Frequency of the Colonoscope 
 
 
%  input: size of beam and material 
    r = 6.65;                    % radius of colonoscope(mm) 
    I = pi*r^4/4;                % moment of inertia 
    A = pi*(r^2);                % cross-sectional A (mm^2) 
    lbeam = 200;                 % length of the colonoscope unit: (mm) 
    EI = 40000;                  % flexural stiffness (N*mm^2 ) 
    E = 1000*EI/I;               % modulus of elasticity (mN/mm^2=1000Mpa)   
    mass = 0.4;                  % mass of colonoscope (kg): 300 mm length 
    density = mass/(lbeam*A);    % unit: (kg/mm^3) 
    num_elements = 8; 
%   define length of each element, uniform lengths 
l = lbeam/num_elements; 
%   define whether or not to do Guyan Reduction 
         The following codes refer to Ref. [217]. 
    guyan = input('enter "1" to do Guyan elimination of rotations, "enter" to 
not do Guyan ...  '); 
    if (isempty(guyan)) 
        guyan = 0; 
    else 
    end 
     if  guyan == 0 
        num_plot_max = 2*num_elements; 
        num_plot_default = num_elements; 
    else 
        num_plot_max = num_elements; 
        num_plot_default = num_elements; 
    end 
    num_plot = input(['enter the number of modes to plot, max 
',num2str(num_plot_max),', default ',num2str(num_plot_default),' ...  ']); 
    if (isempty(num_plot)) 
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        num_plot = 9; 
    else 
    end 
%   define length of each element, uniform lengths 
    l = lbeam/num_elements; 
%   define length vector for plotting, right-to-left numbering 
    lvec = 0:l:lbeam; 
%   define the node numbers 
    n = 1:num_elements+1; 
%   number the nodes for the elements 
    node1 = 1:num_elements; 
    node2 = 2:num_elements+1; 
%   size the stiffness and mass matrices to have 2 times the number of nodes 
%   to allow for translation and rotation dof's for each node, including    
built- 
%   in end 
    max_node1 = max(node1); 
    max_node2 = max(node2); 
    max_node_used = max([max_node1 max_node2]); 
    mnu = max_node_used; 
    k = zeros(2*mnu); 
    m = zeros(2*mnu); 
%   now build up the global stiffness and consistent mass matrices, element 
by element   
    mpl = density*A; 
    for  i = 1:num_elements 
        dof1 = 2*node1(i)-1; 
        dof2 = 2*node1(i); 
        dof3 = 2*node2(i)-1; 
        dof4 = 2*node2(i); 
        k(dof1,dof1) = k(dof1,dof1)+(12*E*I/l^3); 
        k(dof2,dof1) = k(dof2,dof1)+(6*E*I/l^2); 
        k(dof3,dof1) = k(dof3,dof1)+(-12*E*I/l^3); 
        k(dof4,dof1) = k(dof4,dof1)+(6*E*I/l^2); 
        k(dof1,dof2) = k(dof1,dof2)+(6*E*I/l^2); 
        k(dof2,dof2) = k(dof2,dof2)+(4*E*I/l); 
        k(dof3,dof2) = k(dof3,dof2)+(-6*E*I/l^2); 
        k(dof4,dof2) = k(dof4,dof2)+(2*E*I/l); 
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        k(dof1,dof3) = k(dof1,dof3)+(-12*E*I/l^3); 
        k(dof2,dof3) = k(dof2,dof3)+(-6*E*I/l^2); 
        k(dof3,dof3) = k(dof3,dof3)+(12*E*I/l^3); 
        k(dof4,dof3) = k(dof4,dof3)+(-6*E*I/l^2); 
        k(dof1,dof4) = k(dof1,dof4)+(6*E*I/l^2); 
        k(dof2,dof4) = k(dof2,dof4)+(2*E*I/l); 
        k(dof3,dof4) = k(dof3,dof4)+(-6*E*I/l^2); 
        k(dof4,dof4) = k(dof4,dof4)+(4*E*I/l); 
        m(dof1,dof1) = m(dof1,dof1)+(mpl/420)*(156*l); 
        m(dof2,dof1) = m(dof2,dof1)+(mpl/420)*(22*l^2); 
        m(dof3,dof1) = m(dof3,dof1)+(mpl/420)*(54*l); 
        m(dof4,dof1) = m(dof4,dof1)+(mpl/420)*(-13*l^2); 
        m(dof1,dof2) = m(dof1,dof2)+(mpl/420)*(22*l^2); 
        m(dof2,dof2) = m(dof2,dof2)+(mpl/420)*(4*l^3); 
        m(dof3,dof2) = m(dof3,dof2)+(mpl/420)*(13*l^2); 
        m(dof4,dof2) = m(dof4,dof2)+(mpl/420)*(-3*l^3); 
        m(dof1,dof3) = m(dof1,dof3)+(mpl/420)*(54*l); 
        m(dof2,dof3) = m(dof2,dof3)+(mpl/420)*(13*l^2); 
        m(dof3,dof3) = m(dof3,dof3)+(mpl/420)*(156*l); 
        m(dof4,dof3) = m(dof4,dof3)+(mpl/420)*(-22*l^2); 
        m(dof1,dof4) = m(dof1,dof4)+(mpl/420)*(-13*l^2); 
        m(dof2,dof4) = m(dof2,dof4)+(mpl/420)*(-3*l^3); 
        m(dof3,dof4) = m(dof3,dof4)+(mpl/420)*(-22*l^2); 
        m(dof4,dof4) = m(dof4,dof4)+(mpl/420)*(4*l^3); 
    end 
%   now that stiffness and mass matrices are defined for all dof's, including 
%   constrained dof's, need to delete rows and columns of the matrices that 
%   correspond to constrained dof's, in the left-to-right case, the first two 
%   rows and columns 
    k(1:2,:) = [];  % translation/rotation of node 1 
    k(:,1:2) = []; 
    m(1:2,:) = []; 
    m(:,1:2) = []; 
    if  guyan == 1 
 %   Guyan Reduction - reduce out the rotation dof's, leaving displacement 
dof's 
%   re-order the matrices 




    kr = zeros(2*(mnu-1)); 
    krr = zeros(2*(mnu-1)); 
 %   rearrange columns, rotation and then displacement dof's 
     mkrcolcnt = 0; 
     for  mkcolcnt = 2:2:2*(mnu-1) 
         mkrcolcnt = mkrcolcnt + 1; 
         kr(:,mkrcolcnt) = k(:,mkcolcnt); 
         mr(:,mkrcolcnt) = m(:,mkcolcnt); 
     end 
     mkrcolcnt = num_elements; 
     for  mkcolcnt = 1:2:2*(mnu-1) 
         mkrcolcnt = mkrcolcnt + 1; 
         kr(:,mkrcolcnt) = k(:,mkcolcnt); 
         mr(:,mkrcolcnt) = m(:,mkcolcnt); 
     end 
  
%   rearrange rows, rotation and then displacement dof's 
     mkrrowcnt = 0; 
     for  mkrowcnt = 2:2:2*(mnu-1) 
         mkrrowcnt = mkrrowcnt + 1; 
         krr(mkrrowcnt,:) = kr(mkrowcnt,:); 
         mrr(mkrrowcnt,:) = mr(mkrowcnt,:); 
     end 
     mkrrowcnt = num_elements; 
     for  mkrowcnt = 1:2:2*(mnu-1) 
         mkrrowcnt = mkrrowcnt + 1; 
         krr(mkrrowcnt,:) = kr(mkrowcnt,:); 
         mrr(mkrrowcnt,:) = mr(mkrowcnt,:); 
     end 
 %   define sub-matrices and transformation matrix T 
     kaa = krr(1:num_elements,1:num_elements); 
     kab = krr(1:num_elements,num_elements+1:2*num_elements); 
     T = [-inv(kaa)*kab 
            eye(num_elements,num_elements)] 
 %   calculate reduced mass and stiffness matrices 
     kbb = T'*krr*T 
      mbb = T'*mrr*T 
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     else 
     kbb = k; 
     mbb = m; 
     end 
%   define the number of dof for state-space version, 2 times dof left after 
%   removing constrained dof's 
     [dof,dof] = size(kbb); 
%   define the sizes of mass and stiffness matrices for state-space 
     ssdof = 2*dof; 
    aud = zeros(ssdof);     % creates a ssdof x ssdof null matrix 
%   divide the negative of the stiffness matrix by the mass matrix 
    ksm = inv(mbb)*(-kbb); 
%   now expand to state space size 
%   fill out unit values in mass and stiffness matrices 
    for  row = 1:2:ssdof 
        aud(row,row+1) = 1; 
    end 
%   fill out mass and stiffness terms from m and k 
    for  row = 2:2:ssdof 
        for  col = 2:2:ssdof 
           aud(row,col-1) = ksm(row/2,col/2); 
         end 
     end 
%   calculate the eigenvalues/eigenvectors of the undamped matrix for 
plotting 
%   and for calculating the damping matrix c 
    [evec1,evalu] = eig(aud); 
     evalud = diag(evalu); 
     evaludhz = evalud/(2*pi); 
     num_modes = length(evalud)/2; 
%   now reorder the eigenvalues and eigenvectors from low to high freq   
     [evalorder,indexhz] = sort(abs((evalud))); 
     for  cnt = 1:length(evalud) 
         eval(cnt,1) = evalud(indexhz(cnt)); 
         evalhzr(cnt,1) = round(evaludhz(indexhz(cnt))); 
        evec(:,cnt) = evec1(:,indexhz(cnt)); 
    end 
%   now check for any imaginary eigenvectors and convert to real 
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    for  cnt = 1:length(evalud) 
        if  (imag(evec(1,cnt)) & imag(evec(3,cnt)) & imag(evec(5,cnt))) ~= 0 
            evec(:,cnt) = imag(evec(:,cnt)); 
         else 
        end 
     end 
     if  guyan == 0 
%   now separates the displacement and rotations in the eigenvectors 
%   for plotting mode shapes 
    evec_disp = zeros(ceil(dof/2),ssdof); 
      rownew = 0; 
     for  row = 1:4:ssdof 
         rownew = rownew+1; 
         evec_disp(rownew,:) = evec(row,:); 
        end 
     evec_rotation = zeros(ceil(dof/2),ssdof); 
     rownew = 0;   
    for row = 3:4:ssdof    
        rownew = rownew+1; 
        evec_rotation(rownew,:) = evec(row,:); 
     end 
     else 
     evec_disp = zeros(ceil(dof/4),ssdof); 
       rownew = 0; 
     for  row = 1:2:ssdof 
         rownew = rownew+1; 
         evec_disp(rownew,:) = evec(row,:); 
     end 
    end 
 %   normalize the displacement eigenvectors wrt one for plotting 
     for  col = 1:ssdof 
         evec_disp(:,col) = 
evec_disp(:,col)/max(abs(real(evec_disp(:,col)))); 
         if  evec_disp(floor(dof/2),col) >= 0 
             evec_disp(:,col) = -evec_disp(:,col); 
         else 
        end 
     end 
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 %   list eigenvalues, hz 
     format long e 
     evaludhz_list = sort(evaludhz(1:2:2*num_modes)) 
     format short 
 %   list displacement (not velocity) eigenvectors 
     evec_disp(:,1:2:2*num_plot) 
    if  guyan == 0 
%   plot mode shapes 
     for  mode_cnt = 1:num_plot 
         evec_cnt = 2*mode_cnt -1; 
         plot(lvec,[0; evec_disp(:,evec_cnt)],'ko-') 
        title(['Cantilever Beam, Mode ', ... 
            num2str(mode_cnt),': ',num2str(abs(evalhzr(evec_cnt))),' hz']); 
        xlabel('Distance From Built-In End') 
        ylabel('Normalized Y-Displacement') 
        axis([0 lbeam -1.5 1.5]) 
        grid on 
       disp('execution paused to display figure, "enter" to continue'); pause 
    end 
    else 
%   plot mode shapes, Guyan Reduced 
    for  mode_cnt = 1:num_plot 
        evec_cnt = 2*mode_cnt -1; 
         plot(lvec,[0; evec_disp(:,evec_cnt)],'ko-') 
        title(['Cantilever Beam, Mode ', ... 
            num2str(mode_cnt),': ',num2str(abs(evalhzr(evec_cnt))),' hz']); 
        xlabel('Distance From Built-In End') 
        ylabel('Normalized Y-Displacement') 
        axis([0 lbeam -1.5 1.5]) 
        grid on 
       disp('execution paused to display figure, "enter" to continue'); pause 
    end 
    end 
%   normalization with respect to mass on a filled (not diagonal) mass matrix 
%   calculate the displacement (displacement and rotation) eigenvectors 
%   to be used for the modal model eigenvectors 
     xm = zeros(dof); 
    col = 0; 
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    for  mode = 1:2:ssdof 
         col = col + 1; 
         row = 0; 
         for  ndof = 1:2:ssdof 
             row = row + 1; 
             xm(row,col) = evec(ndof,mode); 
         end 
     end 
%   normalize with respect to mass 
    for  mode = 1:dof 
         xn(:,mode) = xm(:,mode)/sqrt(xm(:,mode)'*mbb*xm(:,mode)); 
     end 
%   calculate the normalized mass and stiffness matrices for checking 
    mm = xn'*mbb*xn; 
    km = xn'*kbb*xn; 
%   check that the sqrt of diagonal elements of km are eigenvalues 
    p = (diag(km)).^0.5; 
    row = 0; 
    for cnt = 1:2:ssdof 
        row = row + 1; 
        evalrad(row) = abs((eval(cnt))); 
    end 
    [p evalrad']/(2*pi) 
    evalhz = evalrad/(2*pi); 
    semilogy(evalhz) 
    xlabel('Mode Number') 
    ylabel('Frequency, hz') 
    grid 













































































Thesis / Dissertation Reuse 
The IEEE does not require individuals working on a thesis to obtain a formal reuse license, 
however, you may print out this statement to be used as a permission grant:  
 
Requirements to be followed when using any portion (e.g., figure, graph, table, or textual 










Requirements to be followed when using an entire IEEE copyrighted paper in a thesis:  
 
1) The following IEEE copyright/ credit notice should be placed prominently in the references: © 
[year of original publication] IEEE. Reprinted, with permission, from [author names, paper title, 
IEEE publication title, and month/year of publication]  
2) Only the accepted version of an IEEE copyrighted paper can be used when posting the paper or 
your thesis on-line. 
3) In placing the thesis on the author's university website, please display the following message in 
a prominent place on the website: In reference to IEEE copyrighted material which is used with 
permission in this thesis, the IEEE does not endorse any of [university/educational entity's name 
goes here]'s products or services. Internal or personal use of this material is permitted. If 
interested in reprinting/republishing IEEE copyrighted material for advertising or promotional 
purposes or for creating new collective works for resale or redistribution, please go 
tohttp://www.ieee.org/publications_standards/publications/rights/rights_link.html to learn how to 
obtain a License from RightsLink.  
 
If applicable, University Microfilms and/or ProQuest Library, or the Archives of Canada may 
supply single copies of the dissertation. 
 
Figure 2.6  
  
License Number  3115740867689      
204 
 
License date  Mar 25, 2013      
Licensed content 
publisher 
Springer      
Licensed content 
publication 
International Journal of Precision Engineering and Manufacturing      
Licensed content 
title 
A flexible chain-based screw propeller for capsule endoscopes      
Licensed content 
author 
Ju-Sung Lee      
Licensed content 
date 
Jan 1, 2009      
Volume number  10      
Issue number  4      
Type of Use  Thesis/Dissertation      
Portion  Figures      
Author of this 
Springer article 
No      
Country of 
republication 
other      
Title of your 
thesis / 
dissertation 
DEVELOPMENT OF A KINETIC MODEL FOR LOOP-FREE 
COLONOSCOPY TECHNOLOGY  
    
Expected 
completion date 
Apr 2013      
Estimated 
size(pages) 
150      
Total  0.00 USD 
   
 
 
Figure 2.7  
 
 
License Number  3115750482347 
License date  Mar 25, 2013 
Licensed content 
publisher 
Elsevier      
Licensed content 
publication 
Gastroenterology      
Licensed content title  The Aer-O-Scope: Proof of Concept of a Pneumatic, Skill-
Independent, Self-Propelling, Self-Navigating Colonoscope 
    
Licensed content author  Boris Vucelic,Douglas Rex,Roland Pulanic,Jorge Pfefer,Irena 
Hrstic,Bernard Levin,Zamir Halpern,Nadir Arber 
    
205 
 
Licensed content date  March 2006      
Licensed content volume 
number 
130      
Licensed content issue 
number 
3      
Number of pages  6      
Type of Use  reuse in a thesis/dissertation      
Portion  figures/tables/illustrations      
Number of 
figures/tables/illustrations 
1      
Format  both print and electronic      
Are you the author of this 
Elsevier article? 
No      
Will you be translating?  No      
Order reference number        
Title of your 
thesis/dissertation 
DEVELOPMENT OF A KINETIC MODEL FOR LOOP-FREE 
COLONOSCOPY TECHNOLOGY  
    
Expected completion date Apr 2013      
Estimated size (number 
of pages) 
150      
Elsevier VAT number  GB 494 6272 12      
Permissions price  0.00 USD      
VAT/Local Sales Tax  0.00 USD      
Total  0.00 USD 
   
 
 
Figure 2.8 and Figure 2.9  
 
License Number  3115750886659      
License date  Mar 25, 2013      
Licensed content 
publisher 
Nature Publishing Group      
Licensed content 
publication 
The American Journal of Gastroenterology      
Licensed content title  Computer-Assisted Colonoscopy (The NeoGuide Endoscopy 
System): Results of the First Human Clinical Trial ([ldquo]PACE 
Study[rdquo]) 
    
Licensed content author  Axel Eickhoff, Jacques Van Dam, Ralf Jakobs, Valerie Kudis, Dirk 
Hartmann et al. 
    
Licensed content date  Feb 1, 2007      
Type of Use  reuse in a thesis/dissertation      
206 
 
Volume number  102      
Issue number  2      
Requestor type  academic/educational      
Format  print and electronic      
Portion  figures/tables/illustrations      
Number of 
figures/tables/illustrations 
1      
High-res required  no      
Figures  Figure 1 and Figure 2      
Author of this NPG 
article 
no      
Your reference number        
Title of your thesis / 
dissertation 
DEVELOPMENT OF A KINETIC MODEL FOR LOOP-FREE 
COLONOSCOPY TECHNOLOGY 
    
Expected completion date Apr 2013      
Estimated size (number 
of pages) 
150      
Total  0.00 USD 
   
 
Figure 3.1  
 
License 
Number 
3115751417593      
License date  Mar 25, 2013      
Licensed 
content 
publisher 
John Wiley and Sons      
Licensed 
content 
publication 
Computer Graphics Forum      
Licensed 
content title 
Physically Based Deformable Models in Computer Graphics      
Licensed 
copyright 
line 
Copyright © 2006, John Wiley and Sons      
Licensed 
content 
author 
Andrew Nealen,Matthias Müller,Richard Keiser,Eddy Boxerman,Mark Carlson      
Licensed 
content date 
Dec 7, 2006      
Start page  809      
207 
 
End page  836      
Type of use  Dissertation/Thesis      
Requestor 
type 
University/Academic      
Format  Print and electronic      
Portion  Figure/table      
Number of 
figures/tables 
1      
Original 
Wiley 
figure/table 
number(s) 
Figure 5      
Will you be 
translating? 
No      
Total  0.00 USD 
   
 
